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Food and Drug Administration, HHS § 880.6992 

concerning records, and § 820.198, with 
respect to complaint files. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 66 FR 38807, July 25, 2001] 

§ 880.6970 Liquid crystal vein locator. 

(a) Identification. A liquid crystal 
vein locator is a device used to indicate 
the location of a vein by revealing vari-
ations in the surface temperature of 
the skin by displaying the color 
changes of heat sensitive liquid crys-
tals (cholesteric esters). 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 54 FR 25050, June 12, 1989; 66 FR 38807, July 
25, 2001] 

§ 880.6980 Vein stabilizer. 

(a) Identification. A vein stabilizer is 
a device consisting of a flat piece of 
plastic with two noninvasive prongs. 
The device is placed on the skin so that 
the prongs are on either side of a vein 
and hold it stable while a hypodermic 
needle is inserted into the vein. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. If 
the device is not labeled or otherwise 
represented as sterile, it is also exempt 
from the current good manufacturing 
practice requirements of the quality 
system regulation in part 820 of this 
chapter, with the exception of § 820.180, 
with respect to general requirements 
concerning records, and § 820.198, with 
respect to complaint files. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 66 FR 38807, July 25, 2001] 

§ 880.6990 Infusion stand. 

(a) Identification. The infusion stand 
is a stationary or movable stand in-
tended to hold infusion liquids, infu-
sion accessories, and other medical de-
vices. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 

subpart E of part 807 of this chapter 
subject to the limitations in § 880.9. 

[63 FR 59718, Nov. 5, 1998] 

§ 880.6991 Medical washer. 

(a) Identification. A medical washer is 
a device that is intended for general 
medical purposes to clean and dry sur-
gical instruments, anesthesia equip-
ment, hollowware, and other medical 
devices. 

(b) Classification. Class II (special 
controls). The special control for this 
device is the FDA guidance document 
entitled ‘‘Class II Special Controls 
Guidance Document: Medical Washers 
and Medical Washer-Disinfectors.’’ The 
device is exempt from the premarket 
notification procedures in subpart E of 
part 807 of this chapter subject to 
§ 880.9. 

[67 FR 69121, Nov. 15, 2002] 

§ 880.6992 Medical washer-disinfector. 

(a) Identification. A medical washer- 
disinfector is a device that is intended 
for general medical purposes to clean, 
decontaminate, disinfect, and dry sur-
gical instruments, anesthesia equip-
ment, hollowware, and other medical 
devices. 

(b) Classification. Class II (special 
controls). The special control for this 
device is the FDA guidance document 
entitled ‘‘Class II Special Controls 
Guidance Document: Medical Washers 
and Medical Washer-Disinfectors.’’ 

(1) Medical washer-disinfectors that 
are intended to clean, high level dis-
infect, and dry surgical instruments, 
anesthesia equipment, hollowware, and 
other medical devices. 

(2) Medical washer-disinfectors that 
are intended to clean, low or inter-
mediate level disinfect, and dry sur-
gical instruments, anesthesia equip-
ment, hollowware, and other medical 
devices are exempt from the premarket 
notification procedures in subpart E of 
part 807 of this chapter subject to 
§ 880.9. 

[67 FR 69121, Nov. 15, 2002] 
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